
Customer: ACON Laboratories Inc. 
Object:  On Call Sure 
Type:  Blood-glucose monitoring  
   system 
Study:  system accuracy 
 
Test-Lot 1: 1790007 
Test-Lot 2: 1790008 
Test-Lot 3: 1790009 
 

The system meets the criteria of  
DIN EN ISO 15197:2013 /  
DIN EN ISO 15197:2015 
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